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Boron doped diamond (BDD) electrodes are extremely promising in the field of biomedical applications as they exhibit a unique
combination of properties. Despite these advantages, BDD electrodes are prone to fouling when used in biological fluids (urine, blood
plasma), and synthetic fluids. We propose a electrochemical (EC) treatment where a train of short cathodic and/or anodic pulses are
applied to clean fouled electrodes. This technique can be used to retrieve the lost reactivity, characterized by electron transfer rate k0
of the boron doped diamond electrodes, thereby enhancing their reusability over long period of measurements without degradation of
the signal, thus significantly extending the field of monitoring and surveying applications. The technique does not require the use of a
specific medium and thus can be directly performed in the probed fluid. Although an aqueous electrolyte containing non-electroactive
species is preferred for EC activation, it can also be done in biological fluids such as blood, urine etc, thereby opening the field
for in-vivo analysis. Through Electrochemical impedance spectroscopy (EIS) it was observed that the k0 value was increased up to
0.1 cm s−1 after the activation process. This technique improves the sensitivity, reproducibility and lifetime of the electrodes to a
considerable extent.
© 2012 The Electrochemical Society. [DOI: 10.1149/2.014302jes] All rights reserved.
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In biomedical and environmental applications, electrochemical
sensors are well adapted due to their good sensitivity, fast measur-
ing time, portability, low power consumption and cost effectiveness.
BDD electrodes have been a major focus of research and develop-
ment in electrochemical and biomedical sensors due to their electro-
analytically advantageous features,1–6 namely: wide potential window
in aqueous electrolytes (>3 V), corrosion stability in aggressive me-
dia, morphological and structural stability at very high current, low
background current and bio-inertness. Despite these promising prop-
erties when compared to classical electrodes, they are also susceptible
to fouling when used in organic or biological fluids.7–9 Electrode foul-
ing can be due to adsorption or adhesion of biomolecules such as pro-
teins, enzymes, cells, intermediate products of oxidation of organic
compounds, etc.10–14 Hydrogen terminated BDD electrodes exhibit
very good electrochemical reactivity characterized by the electron
transfer rate k0.15 But aging in air or in aqueous solution reduces the
k0 value to considerable extents,15,17 which could be due to surface
modification. The H termination of as grown BDD electrode is grad-
ually modified to O termination under exposure to air. Both fouling
and aging affects the accuracy, sensitivity and reproducibility of the
measurement and lifetime of the electrode. Moreover, as grown BDD
electrodes grown in hot filament reactor contains adsorbed hydrocar-
bons and oxygen contamination and they affect the electrochemical
properties of the electrode.16
Several approaches have been investigated to overcome this is-
sue of fouling. For instance coating the electrochemical sensor
with chemically inert polymers like Nafion enhances the antifouling
capability.10,18 Surfactant modified electrode also enhances resistance
to protein adsorption and cell adhesion. However, polymer or mem-
brane deposition increases the degree of complexity of fabrication of
the electrochemical sensor, decreases the electrode reactivity and as
a result the lifetime of the modified electrode will be shorter than
that of an ‘as grown’ electrode. Alternatively, sono-electrochemical
method provides in-situ cleaning accompanied with electrochemical
measurement.13 Nevertheless the power consumption, accuracy of
measurement and simplicity of the design of the sensor have, in this
case, to be compromised. Hydrogen plasma treatment is another ap-
proach that leads to clean H terminated BDD surface.19,20 But the use
of plasma treatment is clearly not practical, especially when measure-
ments have to be performed outside the laboratory. Electrochemical
techniques have also been developed. In particular, an aged BDD
electrode can be reactivated by cathodic pre-treatment by applying
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−3 V for 3 to 30 minutes in 0.5 M H2SO4 aqueous solution.17 Also
the non-diamond sp2 impurities can be eliminated by anodic treat-
ment in aqueous electrolyte.19,21,22 Electrochemical reactivity of an
aged electrode can be improved by performing 10 redox cycles in
0.5 M LiClO4 aqueous electrolyte (de-aerated) from 400 μA cm−2 to
−400 μA cm−2 at 100 mV s−1.15 Rodrigo et al. has demonstrated that
anodic treatment of fouled electrode at 10 mA cm−2 for 30 minutes can
recover initial reactivity of the electrode.30 This is due to oxidation of
the organic molecule to CO2 by the electrogenerated hydroxyl radical
(OH*). On-line reactivation by anodic treatment (3 V for 30 minutes)
was reported by some groups.31,32 However the analyte under inves-
tigation was of concentration range of milli molar and even micro
molar range in a supporting electrolyte, when the on-line activation
was done. Chloro-phenols and Carbamate compounds posses lower
molecular weight compared to proteins and enzymes. Electrode foul-
ing due to the phenolic derivatives is mainly due to the formation of
passive polymeric formed as a result phenol oxidation.31 Human urine
contains many proteins such as macroglobulin, fibrinogen, uromu-
coid, antegens of epithelial cells, etc.33 in addition to carbohydrates,
hormones, fatty acids and other organic and inorganic compounds.
Similarly blood contains many proteins like albumin, immunoglobu-
lin, fibrinogen, enzymes, hormones and other high molecular weight
species. The fouling of the electrode is not only due to deposition of
polymeric film formed after oxidation of species, but also adsorption
of these biomolecules. It was experimentally observed that a BDD
electrode of high reactivity (k0 > 0.1 cm s−1) dropped its reactivity
by an order of magnitude after being immersed in fetal bovine serum.
Hence the anodic treatment technique demonstrated by other groups
will not work in biological fluids.31,32 Furthermore anodic treatment
results in reduced electron transfer rate, formation of passivation layer,
shift in flatband potential etc.34
A pulsed cleaning technique has been reported by Mahe´ et al.35
where alternating current pulses of amplitude ±250 mA cm−2 in 1 M
HNO3 were applied to clean the graphitic domains on diamond elec-
trode and the total activation time is 400 seconds. We report herein an
improved EC activation process for BDD electrodes, based on apply-
ing specific current or potential pulses, that lead to electrochemical
cleaning and to remarkable electron transfer rates (k0 value above
10−3 cm s−1) with good stability and an activation time shorter (as
short as 400 ms when compared to longer activation time reported
by other groups) than known prior art.28 This EC treatment does not
require a specific electrolytic solution and has been successfully per-
formed in a wide range of compounds, including biological fluids
such as blood and urine. The in-situ cathodic treatment enhances the
electron transfer rate when compared to anodic treatment due to H
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termination of surface. The surface modification of an EC activated
electrode is explained from the analysis of X-ray Photoelectron Spec-
troscopy (XPS) results. Influence of current density, pH, and number
of pulses on EC activation is discussed. Some examples of activation
within biological and synthetic fluids are also mentioned.
Experimental
BDD films of boron concentration near 2 × 1021 at · cm−3 were
synthesized by microwave plasma enhanced chemical vapor deposi-
tion (MPECVD) using a metallic wall reactor over p-Si (100) sub-
strate (Siltronix).23 The thickness of BDD layer was about 500 nm as
measured by optical interferometry. The EC characterizations were
carried out in a 3 electrode setup where BDD is the working electrode
(working area = 0.5 cm2). Ultrapure deionised (DI) water (Millipore
Direct Q3) was used to make all the solutions. Equimolar (1 mM)
solutions of potassium ferricyanide(III)/ potassium hexacyanofer-
rate(II).trihydrate (Acros Organics) were prepared in 0.5 M potassium
chloride (Acros Organics) solution for EIS. 0.5 M lithium perchlorate
(Sigma Aldrich) aqueous solution was prepared for EC activation of
the electrodes. Activation of the electrodes was also performed using
0.2 M Na2SO4, CuSO4, MnSO4, ZnSO4 (Prolabo) aqueous solution,
0.2 M tetrabutylammonium tetrafluoroborate (Sigma Aldrich) in ace-
tonitrile, human urine (from healthy volunteer eating balanced diet),
and bovine blood containing Ethylenediaminetetraacetic acid (freshly
collected at the veterinary hospital Maison Alfort, France).
The electron transfer rate constant k0 (k0 is measured in 1 mM
ferro/ferricyanide in 0.5 M KCl, through out the paper) was experi-
mentally determined by EIS over a frequency range of 50 kHz–1 Hz
with logarithmic point spacing and potential amplitude of 0.01 V rms
while the BDD electrode was maintained at open circuit potential. The
EIS was perfomed in a three electrode setup where BDD electrode is
the working electrode, platinum wire the pseudo-reference electrode
and platinum mesh the counter electrode. During cyclic voltammetry
(CV) and EC treatment processes the pseudo reference was replaced
by Ag/AgCl/3 M KCl electrode. The electrodes were rinsed in DI
water and dried under flow of argon gas prior to each experiment.
The standard activation protocol is a pulse train of 50 current pulses
of alternating amplitude (10 mA cm−2 and −10 mA cm−2) and of equal
duration (100 ms) applied between working and counter electrodes in
0.5 M LiClO4 solution. The parameters were varied according to the
electrolytes. The standard cathodic activation protocol is a train of 50
current pulses of amplitude −20 mA cm−2, duration of 110 ms and
a duty cycle of 90.91%. Autolab PGSTAT 302 potentiostat was used
for all the EC characterizations. The k0 value was determined from
the Nyquist plot fitted using ZSimWin 3.21 software. Unless stated
otherwise the potential is always given versus an Ag/AgCl reference
electrode.
The quality of an electrode can be related to its electron transfer
rate k0 which is defined by equation 1 and used to characterize our
electrodes in the rest of the document.38
k0 =
(
RT
nF
)
1
nSFRTC0
[1]
Where R = Universal gas constant, T = Absolute temperature (K),
S = Surface area of the electrode (cm2), F = Faraday’s constant
(96500 C mol−1), RT = Electron transfer resistance of electrode (ohm),
C0 = Concentration of redox couple (mol cm−3), n = number of
electrons transferred. The higher the value of k0, the better is the
reactivity of the electrode.
The surface analysis was performed using X-ray Photoelectron
Spectroscopy (XPS). Two electrodes were treated under hydrogen
plasma (500◦C) for 45 minutes. XPS analysis was carried on one
sample directly after hydrogen plasma treatment whereas the other
sample was activated prior to XPS analysis. The surface chemistry of
the electrode was also characterized by XPS after fouling in urine. The
spectrometer consists of a hemispherical analyzer and an Al Kα anode
supplied with a monochromator. Binding energies were referenced to
the Au 4f 7/2 peak located at 84 eV.29 According to the experimental
Figure 1. Comparison between the Nyquist plot of ‘as grown’ BDD electrode
and that of the same electrode which has been exposed to air for 30 days.
geometry, the probed depth was estimated to be 1 nm. A curve fitting
procedure was carried out to extract the components in the C1s spectra
using Voigt functions with a Lorentzian half-width of 0.2 eV. The
Gaussian width was considered as an adjustable parameter. Then the
area of each peak was calculated and the ratio of this area was recorded
with respect to the total area.
Results
Activation of aged and fouled electrodes.— ‘As grown’ BDD elec-
trodes exhibit very high reactivity with k0 values above 0.01 cm s−1.
The peak to peak separation of the oxidation and reduction potential
(Ep in [Fe(CN)6]3-/4- solution) of such an electrode was probed at
60 mV at a 100 mV s−1 scan rate, a value close to the theory for this
couple, and demonstrating the extreme reactivity of the diamond sur-
face. The k0 value for this electrode was probed at 5.9 × 10−2 cm s−1.
However, when exposed to air for 30 days (in laboratory condition),
the same electrode demonstrated a decrease of the k0 value by 1100%.
The transfer resistance RT was increased from 10 to 105  and Ep
value decreased by 42%.
We used our very innovative EC treatment on the aged electrode
in LiClO4 solution by applying a train of alternating square wave
current pulses on the working electrode with respect to the counter
electrode. The standard activation protocol was used to activate the
electrode. It was observed that the electrode activity was recovered,
with probed Ep value brought back to 60 mV and k0 value reaching
6.1 × 10−2 cm s−1 after this novel EC treatment. Figure 1 shows
Nyquist plots of an aged electrode and the electrode after electrochem-
ical activation. The time required to bring back the lost reactivity of
the aged electrode, in this case, was kept low at a value of 10 seconds.
With respect to other techniques13,15,19–22 as previously reported in
the literature, this technique is much faster, can be performed using
an extremely simple electronic setup (pulse generator), and requires
lower power resources.
A set of 5 CV cycles from −0.4 V to 1.1 V vs Ag/AgCl at 100
mV s−1 was performed in human urine using a freshly prepared BDD
electrode and after each trial EIS was done to assess the k0 value. An
oxidation peak (P1) was observed at approximately 0.5 V vs Ag/AgCl
(Figure 2a). The peak (P1) corresponds to the oxidation potential of
uric acid and ascorbic acid in urine.25 However the amplitude of P1 is
observed to significantly decrease after each trial. Also the oxidation
potential of this peak shifts toward more positive potentials and the
k0 value decreases after each trial (Figure 2a). The attenuation of
current is not because of diffusion limited phenomena the electrode
was washed thoroughly in DI water and dried before each scan. Before
the measurement, a k0 value of 0.27 cm s−1 was observed, whereas
) unless CC License in place (see abstract).  ecsdl.org/site/terms_use address. Redistribution subject to ECS terms of use (see 132.166.160.12Downloaded on 2019-09-24 to IP 
Journal of The Electrochemical Society, 160 (1) H67-H73 (2013) H69
Figure 2. (a) Cyclic voltammogram in human
urine from −0.4 V to 1.1 V at 100 mV s−1
where J is the current density in μA cm−2
and E is the applied voltage in volts. The elec-
trode was cleaned thoroughly in deionized wa-
ter prior to each scan and hence the attenuation
of the peak (P1) is due to fouling and not be-
cause the solution surrounding electrode is de-
pleted of electro-active species. (b) Compari-
son of the cyclic voltammogram of ‘as grown’
electrode (solid line) and the same electrode
after activation (dotted line) where J is the cur-
rent density in μA cm−2 and E is the applied
voltage in volts. The electrolyte is human urine
and the scan rate is 100 mVs−1.
after five trials it decreased to values lower than 10−3 cm s−1. This
clearly corresponds to the fouling of the electrode.26 However, this
fouled electrode was treated by our EC activation technique using
the following parameters. A set of 150 current pulses of alternating
amplitudes (10 mA cm−2 and −10 mA cm−2) and of equal duration
(100 ms) was applied to the working electrode with respect to the
counter electrode in LiClO4 solution. The total number of pulses were
tripled when compared to standard activation protocol because it was
observed that the k0 value after 50 pulses was not as high as that of as
grown electrode (although significantly higher than 0.01 cm s−1). This
corresponds to an overall activation time of 30 seconds. The results
were extremely convincing as it can be observed in Figure 2b that
the CV curve after activation perfectly coincides with that of the first
scan. The difference in amplitude of the P1 peak for these two curves
remained below 0.0001% and the k0 value was brought back to more
than 0.2 cm s−1 by this activation.
Activation in other electrolytes.— This EC activation approach
can also successfully be performed in most inorganic salt solutions
as well as organic solutions. In order to demonstrate this, electrodes
were fouled and then activated in various electrolytes. For examples,
the BDD electrodes were fouled in red wine (Chassagne-Montrachet
1er Cru) by maintaining them at 0.7 V vs Ag/AgCl for 20 s. The red
wine sample was particularly chosen since it led to high level elec-
trode fouling.27 The fouled electrodes were exhibiting k0 values below
10−3 cm s−1. Electrodes were then activated in different salt solution
using 8 alternating current pulse (+1.5 mA cm−2 and −1.5 mA cm−2)
of 2 seconds each. The k0 value, after activation in each salt solution, is
summarized in Table I. This demonstrated the role of cathodic current
pulses in electrode cleaning. For non-electroactive electrolytes such
as LiClO4 and Na2SO4 at this current density, the negative potential
goes beyond −1.6 V where H2 gas is electro-generated. The electro-
generated H2 gas helps in desorption of adsorbed organic species
and H termination of the electrode. Whereas for the electroactive
electrolyte the current generated was mainly due to metal deposition
rather than H2 electro-generation and hence the k0 value is lower. At
a relatively low current density of 1.5 mA cm−2, electroactive species
such as Cu, Zn and Mn salts gets electrodeposited on the surface and
thereby decreasing the yield of OH*, which plays a critical role in
electrode cleaning. The deposition of metals were observed by the
Table I. The electron transfer rate (k0) value determined from the
Nyquist plot after activation in salt solutions.
Salt Solvent k0 (cm s−1)
LiClO4 Water 0.0268 ± 8e-4
Na2SO4 Water 0.0205 ± 6e-4
MnSO4 Water 0.0108 ± 0.004
ZnSO4 Water 0.0027 ± 7e-4
CuSO4 Water 0.0013 ± 6e-4
H2SO4 Water 0.0197 ± 3e-3
TBATFB Acetonitrile 0.0095 ± 4e-4
anodic stripping voltammogram where Zn was stripped at −0.9 V,
Cu at 0.4 V and for Mn 2 peaks were observed (oxidation and reduc-
tion peak). It was observed that at higher current density (>10 mA
cm−2, the k0 value was higher after activation in some electro-active
electrolyte) because the yield of H2 generation and H termination in-
creases with current density. Activation process in 0.2 M TBATFB in
acetonitrile solution demonstrated that activation process can also be
successfully performed in organic solvents to reach considerably high
k0 values above 10−3 cm s−1.
Influence of pH, current density and number of pulses on EC
activation.— To probe the influence of factors such as the amplitude
of the current density, the pH of the electrolytic solution and the
number of pulses in a pulse train, we varied one of such parameter at a
time while the two others were kept constant. To measure the influence
of pH and number of pulses, the total activation duration was fixed at
16 seconds. But for current density, the duration of activation was
limited to 100 ms because the current density was varied from 1 μA to
100 mA cm−2. 16 seconds of activation at 100 mA cm−2 electrolyze the
solution rapidly and may also affect the surface termination although
BDD is known to be robust.
At first, the electrodes were fouled in the red wine to reach k0
values below 10−3 cm s−1 and then activated in 0.5 M LiClO4 solutions
with varying pH values. The pH was adjusted to 1.5, 4.5, 7, 9.5 and
12.5 by adding either H2SO4 or NaOH. Activation was performed
using 8 current pulses of alternating amplitude (1.5 mA cm−2 and
−1.5 mA cm−2) and duration of 2 seconds each. The more alkaline
the solution, better the activation of the electrode as displayed in
Figure 3. The k0 value of the electrode after activation in a solution
Figure 3. pH dependence of activation process. The higher the pH, the better
the activation and the value of electron transfer rate (measured in 1 mM
ferro/ferricyanide in 0.5 M KCl) k0 measured in cm s−1.
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Figure 4. Effect of the current density on the activation process. The higher
the current density, the higher the electron transfer rate k0 (cm s−1), where J
is the current density in μA cm−2.
of pH 1.5 was found to be 1.34 × 10−2 cm s−1 whereas that of an
electrode activated in alkaline solution of pH 12.5 was 4.82 × 10−2
cm s−1. We, thus, observe an increase of around 250% in k0 when
the fouled electrode is activated in an alkaline medium as compared
to that in an acidic medium. This could possibly be associated to the
fact that, when alternating positive and negative pulses were applied
through the working electrode, OH* radicals generated may play a
relevant role to oxidize organic compounds.1,24 Electrode fouling is
associated with the deposition or adsorption of organic compounds on
the electrode surface and the OH* radicals play an important role in
oxidizing them to CO2. Alkaline solution produce more OH* radicals
when compared to acidic solutions.
Increasing the current density of the current pulses causes a very
dramatic increase in k0 value (Figure 3). The electrodes were fouled
in red wine and then were activated in 0.5 M LiClO4 solution using
4 alternating current pulses of 100 ms duration each, while the pH
of the solution was kept constant (pH = 4.5). This activation was
performed using varying current density amplitudes of 1 μA cm−2,
10 μA cm−2, 100 μA cm−2, 1 mA cm−2, 10 mA cm−2 and
100 mA cm−2, respectively. The k0 of the electrode after activation
using a current density of 1 μA cm−2 was 6.97 ± 0.8 × 10−4 cm s−1
and that of an electrode activated using a current density of 100 mA
cm−2 was 1.71 ± 0.3 × 10−2 cm s−1. Maintaining constant the total
time of activation and pH, the result is an increase of the k0 value by
up to a factor 25 with the current density.
The number of pulses required to activate the electrode also plays
a very critical role. This was assessed by varying the total number of
pulses per activation, whereas the total activation time, pH and current
density were kept constant (pH = 4.5). Alternating current pulses of
absolute amplitude of 1.5 mA cm−2 were applied through the fouled
electrode in 0.5 M LiClO4 solution and the total activation time was
16 seconds. The fouled electrode was activated using series of 2, 4,
8, 16, 32 and 64 alternating pulses and with the corresponding pulses
exhibiting durations of 8, 4, 2, 1, 0.5 and 0.25 seconds, respectively. It
was observed that the more the number of pulses for a finite activation
time, the better the yield of activation. When 2 alternating pulses of
8 seconds each were applied, the post activation k0 was 8.2 ± 0.7
× 10−3 cm s−1, and values reached 2.1 ± 0.1 × 10−2 cm s−1 when 64
alternating pulses were applied (Figure 5). A 250% increase was ob-
served for the k0 value when the number of pulses was increased from
2 to 64 for an activation time period of 16 seconds. This demonstrates
the reason for using several pulses instead of just 2 pulses (Cathodic
and anodic).
From Figure 5 it is clear that there is a enormous increase in k0
value when the number of pulses were increased from 1 to 10 and the
Figure 5. Impact of the number of pulses on the activation process, where k0
is electron transfer rate (cm s−1).
slope is relatively gradual when the number of pulses were increased
further. Similarly there is a enormous increase in k0 value when the
current density was increased beyond 10 mA cm−2 as seen in Figure 4
. Based on these assumptions and experimental findings the standard
activation protocol is suggested to clean the electrode in a non-reactive
aqueous electrolyte: Positive and negative trains of pulses of the same
amplitude (±10 mA cm−2) and duration (100 ms each) and series of
100 such pulses.
Surface analysis and activation mechanism.— The surface modi-
fications induced by the activation treatment were characterized using
X-ray Photoemission Spectroscopy (XPS) using a surface sensitive
geometry. After hydrogen plasma, no oxygen was detected using XPS
corresponding to values below the detection threshold of 0.5 at%. In
addition to the C-C sp3 / C-H major peak located at 283.9 eV, the C1s
signal exhibits a shoulder at + 0.6 eV corresponding to CHx (x > 1)
bonds which represents 19% of the C1s total area (Table II). This sig-
nature was previously reported for hydrogenated diamond surfaces.15
Finally, a negligible contribution (<0.5 at%) was detected at 282.5 eV
corresponding to sp2 carbon. This is related to the grain size of
nanocrystalline boron doped diamond films leading to a weak con-
tribution from grain boundaries. After fouling in urine, oxygen and
nitrogen are measured at the electrode surface with concentrations of
17.6 at% and 7.9 at%, respectively. This leads to a broadening of the
C1s peak (FWHM 1.8 eV compared to 0.8 eV after hydrogenation).
After activation, the oxygen concentration extracted from the O1s core
level was of 3.8 at%. Two new contributions have to be taken into ac-
count at the C1s core level. The first one is located at +1.3 eV from
the C-C sp3 / C-H peak and could be assigned to C-OH bonds. The
second weaker contribution at 1.9 eV from the C-C sp3 is attributed
to C-O-C bonds (Table II). This surface chemistry is close to the one
measured after activation in LiClO4 electrolyte15 where C-OH (4%)
and C-O-C (5%) contributions were also present.
During EC activation, three mechanisms are expected to occur:
(i) oxidation of adsorbed organic molecule by OH*, (ii) H termina-
tion during cathodic pulsing,36 (iii) desorption of adsorbed organic
compounds by electro-generated gaseous species. It was experimen-
tally observed that the activation in basic solution has yielded better
Table II. Percentages of total C1s area of the XPS components for
hydrogenated electrode and electrode after EC activation.
C-C sp2 C-C sp3 / C-H CHx C-OH C-O-C
Hydrogenated BDD <0.5% 81% 19% - -
Pulse activated BDD <0.5% 72% 20% 6% 2%
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Figure 6. Optical microscopic (10× magnification) and SEM images of electrode deposited with biofilm (a,c) and after 3 standard activation protocol (b,d).
reactivity when compared to acidic solutions. OH* formation is ex-
plained by the following chemical equation:37
H2O → OH∗ + H+ + e−
OH* generated are oxidants and they oxidize the adsorbed organic
molecule to CO2.
OH∗ + R → mCO2 + nH2O + e−
The concentration of OH* increases progressively until a constant
value is reached due to mass transfer limitations or chemical destruc-
tion of the OH* formed. At higher pH more OH* is generated. LiClO4
is non-electroactive species and hence the only oxidant species is OH*.
The double layer capacitance of the electrode was measured before
and after activation. Two techniques were used for measurement of
capacitance: CV (The electrode was scanned in 0.5 M LiClO4 solu-
tion at 100 mV s−1) and charge-discharge curves (I-t plot, where the
electrode was held at 0 V for 0.005 s and 0.05 V for 0.005 s). There
was no significant difference in the capacitance value (less than 0.5%)
before and after activation. XPS analysis, high k0 value and negligible
change in double layer capacitance indicate that there is no significant
difference between as grown electrode and EC activated electrode in
terms of electrochemical reactivity and surface termination.
BDD electrodes were horizontally immersed in an aquarium con-
taining fish and aquatic plants for 90 days. The electrodes were then
rinsed in DI water, dried and were observed under optical microscope.
A biofilm was formed on the surface which consists of several mi-
crobial communities. SEM and optical microscopic images (Figure 6)
shows that the BDD surface was masked by the microbes. EC charac-
terization such as EIS and CV were performed between varies steps
of EC activation. It took 3 standard activation protocol to clean the
electrode completely and get a Ep (in [Fe(CN)6]3-/4- solution) of
60 mV and a k0 > 0.1 cm s−1. It was observed from SEM and optical
images that the microbes have been completely removed by 3 steps
of standard activation protocol. 3 processes outline the activation pro-
cess: OH* might have destroyed the microbes, electro-generated O2
and H2 gas bubbles helped in desorbing the attached microbes and
cathodic pulse have H terminated the surface.
4 H terminated BDD samples were prepared: sample 1 is an ‘as
grown’ BDD electrode, sample 2,3 and 4 are electrodes fouled by 5 CV
scans in human urine. Sample 3 and 4 were cleaned using standard ca-
thodic protocol in urine and standard activation protocol respectively.
The fouled sample (2) was very cloudy under SEM (Figure 7) and the
underlying BDD film was not clearly observed suggesting a noncon-
ductive biomolecule (enzyme, protein, fat etc.) layer over BDD film.
It was observed that the samples 1 and 4 resembles nearly the same
suggesting that the sample 4 has been almost cleaned with the help of
OH* generated that has oxidized the adsorbed biomolecules, desorp-
tion of the adsorbed species by electrogenerated H2 and O2 bubbles
and cathodic pulse H terminating (observed by high k0 values). Sam-
ple 3 was almost cleaned with less cloudy appearances. There was no
generation of OH* as the activation was cathodic. Hence the cleaning
was due to desorption of the adsorbed species by electro-generated H2
bubbles and H termination of surface (observed by high k0 values).
In-situ activation in biological fluids.— A set of 9 trials each com-
prising of 3 CV scans were performed in human urine and the current
density of the 1st peak (P1) of the first scan were recorded. The
electrode was then activated in urine for all the trials except before
trial no: 4, 7, and 9. The EIS of the electrode was then recorded to
enable the comparison of the k0 values between activated and non-
treated trials. Activation in human urine was performed using a train
of negative current pulses of 50 pulses. Each pulse has amplitude of
−20 mA cm−2, duration of 110 ms and a duty cycle of 90.91%. It
was observed that the mean value of k0 for an activated electrode was
around 0.01 cm s−1. When the electrode was not activated this value
was reduced by a factor of 40 with respect to an activated electrode.
From Figure 8 it clearly appears that once the electrode is activated
after a non-treated trail, one can bring back the lost reactivity of the
electrode as well as a k0 value close to mean values. Similarly the
mean current density J1 of the peak P1 for the activated trials was
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Figure 7. SEM images of as grown electrode (a), electrode after being fouling in urine (b) after activation in urine (c) and after activation in LiClO4 (d).
observed to be 345 μA cm−2. For the non- treated trials this value was
only 3/4th of the activated trials. This value was brought back to mean
values by activation in urine as seen in Figure 9.
Another illustration used a BDD electrode of high reactivity (k0
= 0.1 cm s−1) dipped in bovine blood for two hours. This results in
a drop of k0 to 0.007 cm s−1. The EC activation was then performed
directly in bovine blood by applying a train of negative current pulses
consisting of 50 pulses where each pulse exhibits an amplitude of
−20 mA cm−2, a duration of 110 ms and a duty cycle of 90.91%
Figure 8. Electron transfer rate k0 is measured after each trial. For trial no:
4, 7 and 9, the electrode was not activated in urine. For all other trials, the
electrode was activated in urine and as a result the k0 of the electrode is close
to 0.01 cm s−1.
(same condition as that of urine). EIS measurement showed that the
k0 value was brought back to 0.012 cm s−1 after activation.
In summary, we assessed that this very novel activation process
finds very convincing interests for the monitoring of analytes in real
samples such as blood, urine etc because of the very short activation
times and tunable current density required. However, in real samples
adsorbents could accumulate on the surface of the electrode which
can be desorbed by applying stronger negative pulses (indicated by
increase in k0 value after activation).
Figure 9. Current density J1 (μA cm−2) of the peak P1 measured from CV
in urine versus trial number. The peak values J1 of activated trails are close to
350 μA cm−2 and if the electrodes are not activated (trial no: 4, 7 and 9) this
value is dropped by 25%.
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Conclusions
It has been demonstrated that this electrochemical treatment re-
trieve the lost reactivity of BDD electrodes when aged in air as well
as in solutions or fouled by a medium. The higher the current density,
the lower the time require to activate, and better the result. By tuning
the above mentioned parameters (current density, pulse duration and
number of pulses, and type of the electrolyte, etc.), one can increase
the charge transfer rate constant k0 to reach values above 0.01 cm
s−1. The other advantage of this technique is to enhance the reusabil-
ity of the BDD electrode. As opposed to other more conventional
pre-treatments techniques reported in the literature, such as anodic,
cathodic or thermal ones, this novel electrochemical pre-treatment is
relatively simpler, fast, and requires a minimum of resources.
Also, the real breakthrough is that it can be successfully performed
directly in the measuring solution especially in a biofluid. As a result
this electrochemical activation can be performed prior to analytical
measurements to ensure reliable and reproducible results, especially
when the electrode has not been used for a long period of time. It also
opens up the door to long term field measurements where electrodes
are prone to fouling when immersed for long periods of time in liquids,
including on-line measurement since electrodes may be regenerated
very quickly in-situ within biological medium (uric acid quantification
with in-situ cleaning in human urine will be published soon).
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